[Urethro-cystometry: a comparison between open-end catheters with flow and microtransducer catheters (author's transl)].
In 40 women a comparative urethrocystometric study between microtransducer catheters and open-end catheters was performed. Analysis of resting and cough urethrapressure profile concerned clinical and practical value as well as reproducibility. All of these aspects can better be achieved by microtransducer catheters compared to the open-end catheter system. Best results were obtained when measuring with microtransducers in standing position.